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Table S2

[image: image1.wmf]Ba (ICP-AES)

SS

DF

MS

F-ratio

p-value

Summary

Model

14.4610

22

0.6570

348.277

0.0000

Error

0.0170

9

0.0019

Adjusted Total

14.4780

31

0.4670

Variable

Replicates(R)

0.0073

3

0.0024

1.287

0.3368

Digestions(D)

1.4750

3

0.4920

260.424

0.0000

Calibration(C)

12.1350

1

12.1350

6430.000

0.0000

R/D

0.0153

9

0.0017

0.901

0.5607

R/C

0.0505

3

0.0168

8.923

0.0046

D/C

0.7780

3

0.2590

137.416

0.0000

Multiple correlation

0.999

R-Square

0.999

SS, sum of squares; DF, degree of freedom; MS mean squares
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Ba (ICP-MS)

SS

DF

MS

F-ratio

p-value

Summary

Model

16.5840

22

0.7540

182.116

0.0000

Error

0.0373

9

0.0041

Adjusted Total

16.6210

31

0.5360

Variable

Replicates(R)

2.0620

3

0.6870

166.066

0.0000

Digestions(D)

2.9310

3

0.9770

236.005

0.0000

Calibration(C)

10.2760

1

10.2760

2483.000

0.0000

R/D

0.0986

9

0.0110

2.646

0.0816

R/C

0.0151

3

0.0050

1.218

0.3583

D/C

1.2010

3

0.4000

96.710

0.0000

Multiple correlation

0.999

R-Square

0.998

SS, sum of squares; DF, degree of freedom; MS mean squares


[image: image3.wmf]Ca (FAAS)

SS

DF

MS

F-ratio

p-value

Summary

Model

2.20E-03

22

9.99E-05

27.326

0.0000

Error

3.29E-05

9

3.66E-06

Adjusted Total

2.23E-03

31

7.20E-05

Variable

Replicates(R)

2.36E-04

3

7.86E-05

21.488

0.0002

Digestions(D)

1.40E-03

3

4.67E-04

127.587

0.0000

Calibration(C)

4.80E-04

1

4.80E-04

131.238

0.0000

R/D

1.33E-05

9

1.48E-06

0.405

0.9030

R/C

5.66E-06

3

1.89E-06

0.516

0.6813

D/C

6.40E-05

3

2.13E-05

5.836

0.0170

Multiple correlation

0.993

R-Square

0.985

SS, sum of squares; DF, degree of freedom; MS mean squares




















































