3
Supplementary Material (ESI) for JAAS

This journal is © The Royal Society of Chemistry 2001

TABLE S3. (TOTAL is the estimate of the total variance according to equation (4); SE is the standard error and it is equal to the square root of the overall variance (TOTAL)). The variance is expressed in µg g-1, except for Ca and Mg, for which is expressed in %(m/m).

[image: image1.wmf]Ba (ICP-AES)

Source

Variance

n

Var/n

Replicates

1.36E-04

4

3.39E-05

Digestions

6.12E-02

4

1.53E-02

Calibration

7.58E-01

2

3.79E-01

Error

1.89E-03

32

5.90E-05

TOTAL

3.95E-01

SE

6.28E-01
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Ba (ICP-MS)

Source

Variance

n

Var/n

Replicates

1.71E-01

4

4.27E-02

Digestions

3.63E-02

4

9.06E-03

Calibration

6.42E-01

2

3.21E-01

Error

4.14E-03

32

1.29E-04

TOTAL

3.73E-01

SE

6.11E-01



[image: image3.wmf]Ca (FAAS)

Source

Variance

n

Var/n

Replicates

1.87E-05

4

4.68E-06

Digestions

4.85E-05

4

1.21E-05

Calibration

2.98E-05

2

1.49E-05

Error

3.66E-06

32

1.14E-07

TOTAL

3.18E-05

SE

5.64E-03
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Source

Variance

n

Var/n

Replicates

1.39E-05

4

3.46E-06

Digestions

3.93E-06

4

9.83E-07

Calibration

1.81E-04

2

9.06E-05

Error

5.33E-07

32

1.67E-08

TOTAL

9.51E-05

SE

9.75E-03































































